Abstract. During laser lithotripsy, energy is transmitted to both the stone and the surrounding fluid. As the energy is delivered, the temperature will rise. Temperatures ≥60°C can cause protein denaturation. The objective of this study is to determine the time it takes from body temperature (37°C) to 60°C at various laser power settings. A Flexiva TracTip 200 optical fiber was submerged alongside a negative temperature coefficient-type thermistor in 4 mL of saline in a glass test tube. A Lumenis VersaPulse Powersuite 100-W holmium:yttrium aluminum garnet laser was activated at 0.2-to 1.5-J pulse energies, 6-to 50-Hz frequencies, and 2-to 22.5-W average power. Temperature readings were recorded every second from 37°C until 60°C. Time and heating rate were measured. The procedure was repeated three times for each setting. Average time from 37°C to 60°C for settings (1) 0.2 J/50 Hz, (2) 0.6 J/6 Hz, (3) 1 J/10 Hz, and (4) 1.5 J/10 Hz was 60.3, 172.7, 58, and 43.3 s, respectively. Time from 37°C to 60°C decreased as frequency increased for every given pulse energy. Average heating rate increased proportionally to power from 0.06°C/s at 2 W to 0.74°C/ s at 22.5 W. During laser lithotripsy, there is a rapid increase in the temperature of its surrounding fluid and temperatures ≥60°C may be reached. This could have local tissue effects and some caution with higher power settings should be employed especially where irrigation is limited. Further studies incorporating irrigation and live tissue models may aid to further define the risks.
Introduction
The prevalence of kidney stones in the United States is estimated to be 8.8%, based on a recent cross-sectional survey. 1 This has translated into an increase in ureteroscopies performed to treat urolithiasis, with a 251.8% increase in ureteroscopies performed between 2004 and 2016. 2 The lithotrite of choice remains the holmium:yttrium aluminum garnet (Ho:YAG) laser for patients undergoing ureteroscopy. 3, 4 Optical fibers transmit energy to fragment stones, and their safety profile has been previously shown to be favorable compared to other lithotrites, particularly regarding their low risk of ureteral perforation. [5] [6] [7] This is in part due to the 2140-nm wavelength of the Ho:YAG laser that permits rapid absorption in water.
It has been previously shown that temperatures of as low as 60°C can cause protein denaturation. [8] [9] [10] With the increased use of high-powered lasers for lithotripsy, which can deliver both high pulse energy and frequency, understanding the heat impact is an important safety consideration. Higher temperatures may lead to potential cell damage of the urothelium or renal parenchyma. A few recent series have reported on the temperature rise with laser activation. [11] [12] [13] The objective of this in-vitro study is to determine the time it takes after laser activation to heat fluid from body temperature (37°C) to 60°C at selected laser energy and frequency settings.
Materials and Methods

Laser
The set of experiments was performed using the Lumenis VersaPulse Powersuite 100-W laser (Lumenis Ltd., Yokneam, Israel), a fixed short pulse laser. Pulse energy settings of 0.2, 0.6, 1.0, and 1.5 J were used. Frequency settings of 10, 20, 30, 40 , and 50 Hz were tested at the 0.2-J pulse energy setting, and 6, 8, 10 , and 15 Hz were tested at all other pulse energy settings. The energy and frequency settings selected reflect laser settings commonly used to fragment stones in clinical practice and also to demonstrate the effect of successive increases in frequency when energy remained constant.
The optical fiber used was the Flexiva TracTip 200 fiber (Boston Scientific, Marlborough, Massachusetts). Energy output of the laser and optical fiber setup was verified using a Coherent EnergyMax 400 detector (Coherent, Santa Clara, California) to ensure proper calibration. The energy settings were tested for a total of 50 pulses and the average energy was recorded. The calculated error rate represents the difference between energy output on the clinical laser screen and what was actually measured on the external energy meter during calibration.
Study Design
The average volume of a dilated calyx was estimated by surface area measurements of 10 CT scans as previously described.
was placed in a glass test tube. The Flexiva TracTip 200 optical fiber was submerged in the saline alongside an OCR ™ 10K Ohm negative temperature coefficient-type thermistor with an accuracy of 1% to record temperature, as shown in Fig. 1(a) . The glass test tube was thermally insulated using expanded polystyrene foam [ Fig. 1(b) ]. The ambient room temperature was 22.5°C.
Theoretical Predictions
Theoretical heating rates were calculated using the calorimetry Eq. (1) as derived from the first law of thermodynamics, where ΔT is the change in temperature, Q is the heat, and mc correspond to the mass and specific heat of the involved substance. 
Given that heating is equal to the pulse energy (E p ) × the frequency of the laser (f) over time [Eq. (2)], we can derive Eq. (3) for the predicted heating for a given time.
E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 2 ; 6 3 ; 3 3 0 Q ¼ E p fðtÞ;
E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 3 ; 6 3 ; 3 0 2 ΔT ¼ fE p mc ðtÞ:
Given that mc is the summation of substances in the system and the heat transference to the glass container would be variable over the experiment, the saline solution and the sensor were factored in to calculate the upper range of predicted heating where as the glass container was factored in to calculate the lower range of predicted heat.
Measurements
The laser was activated and temperature readings were recorded once per second from 37°C until 60°C, and the time was recorded. Heating rate was calculated from these measurements. The procedure was repeated three times for each setting. Predicted values were also calculated based on the heat capacity equation for mixed substances as derived from the first law of thermodynamics. The upper range of predicted heating was calculated without considering the glass holding container in our experimental setup, whereas the lower range of predicted heating took this into consideration.
Statistics
Statistical evaluation included calculations of the means and standard deviations for each experiment and their graphical representation. Linear regression was used to assess the relationship between predicted and experimental heating rates. Calculations were carried out using Microsoft Excel 2013 Professional edition and graphs were made using R-version 3.2.3.
Results
Laser energy output was verified to be properly calibrated, with a calculated error range of 1.6% to 7.0%. No adjustments were made to the collected data since this error rate was considered insignificant. The mean time (AESD) from 37°C to 60°C decreased as power increased, ranging from 31 (AE1) s at the highest power setting (22.5 W) to 355 (AE5.3) s at the lowest power setting (2 W). The heating rate increased as power increased, ranging from 0.06°C/ s at the lowest power setting (2 W) to 0.74°C/s at the highest power setting (22.5 W). The time from 37°C to 60°C and heating rates are shown in Table 1 . At a given pulse energy, the time to 60°C decreased and the heating rate increased as frequency increased (Fig. 2) .
Predicted heating rates from 37°C to 60°C ranged between 0.6°C/s and 0.12°C/s in the lowest power setting (2 W). At 
Discussion
The Ho:YAG laser is currently the lithotrite of choice for performing ureteroscopy. The safety profile has been shown to be favorable compared to other lithotrites, particularly regarding the low risk of ureteral perforation. [5] [6] [7] Optical fibers are being commercially produced with an increased ability to withstand higher power settings. Although this has led to better performing and durable fibers, only recently have studies been done specifically evaluating the deleterious effects of working at these higher settings. 11, 12 The process of fragmenting calculi by the Ho:YAG laser at various pulse durations has been previously described. 15, 16 At longer pulse durations (>100 μs), the acoustic waves that accompany the collapse of vapor bubbles were of insufficient pressure magnitude to mechanically damage or fragment calculi. The mechanism of fragmentation with longer pulse duration is primarily "photothermal," with increasing thermal collateral damage as pulse duration increased (>20 ms).
15
Protein denaturation can occur as a result of photothermal injury, which involves disruption of the secondary, tertiary, or quaternary structure of the protein's original state and can be reversible or irreversible. Vermeer et al. 8, 9 studied the process of denaturation of immunoglobulin G (IgG) and showed two main transitions that are a superimposition of distinct denaturation steps. The two transitions had different sensitivities to changes in temperature and pH. The two peaks represent the Fab and Fc fragments of the IgG molecule. They demonstrated that denaturation occurred in two transitions, one at 61°C and another at 71°C, corresponding to the Fab and Fc fragment, respectively. Moreover, after cooling the sample, the thermogram of a subsequent cycle did not show any peak, indicating irreversible denaturation. Similarly, Cerasoli et al. 10 looked at IgG proteins being used as drug molecules and showed structural changes at a temperature of 61°C. Protein denaturation may be reversible in the 40°C to 47°C range; 17 however, these lower temperatures could still result in renal damage if the kidney is exposed for prolonged periods of time.
The relationship between the temperature and time of exposure in cancer therapy has been described in a theoretical, mathematical model to calculate a "thermal dose" of therapy. Using 43°C as a reference point, their calculations provide a T43 equivalence (equating time at one temperature with an equivalent time for the same effect at another temperature). This relationship is exponential in their models, and a rise in temperature of a few degrees can significantly reduce the time necessary for cell injury and death. Other factors that can alter the calculated times include pH, tumor location, high tumor blood flow, varying tissue or cellular sensitivities to heat, or a combination thereof. 18 After focally treating porcine kidneys with microwave therapy (50 W for 10 min), He et al. 19 demonstrated thermally induced injury (no temperatures mentioned), with a threshold for microvascular injury that appeared to be lower than that for renal epithelial cell injury.
Our study aims to evaluate the impact of increasing laser power settings on the surrounding fluid temperature. The invitro setup represents an obstructed calyx where there is little room for outflow of fluid with the ureteroscope positioned in a narrow infundibulum. It may also simulate a smaller renal pelvis with a tight ureteropelvic junction that coaptates around the ureteroscope and limits outflow. In these settings, where a laser may be activated continuously for long periods of time in a confined space with poor outflow, the concern for local heating is raised. When testing commonly used laser settings, such as 1 J/ 10 Hz or 0.2 J/50 Hz (10 W), the time it takes to reach 60°C is about 1 min ( Table 1 ). The time is even shorter with higher power settings. Urologists should be aware of this rapid and substantial rise in temperature and its possible safety implications, such as potentially irreversible damage to the urothelium and renal parenchyma. Periodically stopping laser activation would be prudent, especially in situations where there is limited irrigant flow, such as working in a calyx with a very tight infundibulum. Future innovations, such as temperature sensors on ureteroscopes, may allow for active monitoring of temperature during the procedure.
In an ex-vivo model using Ovis aries urinary tracts, Molina et al. 20 recorded a temperature rise to 112.4°C without irrigation using Ho:YAG laser settings of 1 J/10 Hz. When irrigation from a saline bag at 3 ft (8 mL/s) was applied, this reduced the temperature to 49.7°C. This was the first study exploring the effect of Ho:YAG laser on surrounding temperature in a ureteral model. More recent in-vitro studies confirm our results. Butticè et al. 13 used the K-box ® polyurethane model (Coloplast, Humlebaek, Denmark) and demonstrated rapid rises in temperatures similar to our results. Their study showed a more pronounced rise with a larger laser fiber (272 versus 200 μm); however, this was not statistically significant. The volume of saline used was 10 mL in a large saline-filled heating tank, which yielded a wide range of heating rates at the same laser setting (i.e., 1 J/10 Hz settings yielded heating rates of 0.05°C /s to 0.16°C/s) and also occasional nonlinearity of the resultant heating curves, potentially due to heat transfer in the polyurethane model and an initial temperature lag. In contrast to our study, laser settings tested were mainly lower frequencies (0.5 J/20 Hz, 1 J/10 Hz, and 2 to 5 J/5 Hz) which may limit the applicability to lower energy/higher frequency "dusting" settings more commonly used today. They also showed that open irrigation limited the temperature rise with any laser setting. One major limitation of their system is the use of an endotracheal thermometer with an upper limit of 45°C.
In a "calyceal model" where temperature of deionized water in a glass test tube similar to the current model was recorded at various laser settings activated for 60 s, Aldoukhi et al. 12 noted that the highest temperature rise was to 70°C using their highest setting power setting (1 J/40 Hz) with no irrigation. Wollin et al. 11 evaluated the temperature rise in an in-vitro ureteral model at various laser settings in the span of a 60-s laser activation window. With no irrigation flow, boiling point temperatures (>100°C) were reached using their highest laser settings (1 J/20 Hz) in <60 s. When irrigation flow was set at both 50 and 100 mL/min, temperature rise at all laser settings was less substantial. The constant irrigation flow in the model may generate high intrarenal pressures and may not apply to real-life situations, such as when flow is absent or in cases with user-operated hand pumps (Single Action Pumping System, Boston Scientific, Marlborough, Massachusetts or the Pathfinder Plus, Utah Medical products, Midvale, Utah). Both studies confirm the rapid rise in temperature in situations with no irrigation flow as demonstrated in our model. Although Ho:YAG laser lithotripsy is still considered very safe, the current and previously discussed studies demonstrate a potentially harmful effect of Ho:YAG laser lithotripsy and is of particular importance as increasingly high-powered lasers are used to fragment stones. 21 Limitations to the study include the in-vitro nature of the experiment. Also, we did not measure the effects of various stone compositions, irrigation, or intermittent laser stoppage, which reduces the applicability of our results to every day ureteroscopy usage. The temperature at which urothelial protein denaturation occurs is not precisely known. Furthermore, the rate of heating of any substance will be greatly affected by the temperature, heat capacity, and heat transfer coefficient of its container as demonstrated by the error range in predicted values in our in-vitro experimental setup. The heat sink effect of the kidney in the in-vivo setting and its effect on heating rate remains to be elucidated in future studies. This study evaluates the heat impact of the laser, quantifying heating rates, and demonstrating rapid rise of heating rates with increasing laser power settings. This is particularly important as higher laser power settings are being increasingly used to fragment stones.
Future studies should attempt to replicate these findings in vivo and incorporate irrigation and/or intermittent laser stoppage to replicate real-life usage of the laser. Studies should also attempt to quantify the impact of heat on surrounding urothelium, renal parenchyma, and surgical equipment, such as access sheaths or ureteroscopes.
Conclusion
Use of lasers, and particularly at higher power settings, can cause a rapid and substantial increase in the temperature of its surrounding fluid. This could have local tissue effects and some caution with higher pulse energy and frequency should be employed.
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